CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laboratory /\5\\ % 03,

I hereby certify that these documents are a true and correct copy of the
periodic maintenance* for the Intoxilyzer 8000 Serial Number

KV -~ ool T} maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date: €-2-077 Call 0.097 AC Cal2 o0.09% AC

Between the dates of —7- 6~ 671 and &-2-077

the instrument was operating properly and accurately.

The instrument was taken out of service for repairon ¥/ R
The instrument was returned to serviceon wN/A&

Uane Conllec

Clare L. Conley
<-3-07

ADPS QAS Permit # 33314

SUBSCRIBED AND SWORN tz before me this 35 , day of
OFFICIAL SEAL /4% us ) 20‘07 :

LA\ KATHY A. KINNEY
4) NOTARY PUBLIC-ARIZONA

AYWS/ pIMA COUNTY—]

Notary Public

*Includes documents specified in A.A.C. R13-10-104.A.5

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.




EXHIBIT G-4 l{()q CA"\

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
A.A.C. R13-10-104(A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES /<b\,'\
INTOXILYZER MODEL 8000 %_0’/]'

STANDARD QUALITY ASSURANCE PROCEDURE

QA SPECIALIST QJJKAR Cﬂthxcq AGENCY Tucson Police Department
I

DATE $ -2 ~077 TIME 0 7:0%

INTOXILYZER SERIAL # %D -v0(l DX LOCATION ODM

( v) 1. Display reads “PUSH BUTTON TO START”

DIAGNOSTIC TESTS

(v) 1. Clock time check.
( ) 2. Date check.

OPERATIONAL TESTS

(« ) 1. Alcohol-free subject test result 0.0%D AC.
() 2. Error recognition logic system functioning.
Not a Successfully Completed Test Sequence printed
( v) 3. Proper sample recognition system.
Not a Successfully Completed Test Sequence printed
Deficient sample printed.
(v") 4. Standard Calibration Check standard 0. 18§D AC
Result: 0. 09 b AC

Instrument is operating properly and accurately. YES ./ NO

COMMENTS DU’\M MW (Mai,u)‘/hc,aﬂ SAKL-M
4{AVL-\ occuaagﬂ. due to RE| UA¢<AJ&AL4«CL_ AL

SIGNATURE le Q,«er«,,
T

DPS Form Exh G-4 (Rev. 05-01)

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in
computer storage devices of the Tucson Police Department.




INTOXILYZER 8000

Location: TUCSON POLICE DEPT

Serial Number : 80-001108
08/02/2007

24

07:10:53,w »4?“

Standard Lot#: 6292021

Last Changed By: J. COOMBS #46160
QAS: C. CONLEY #34517
TUCSON PD

Operator: C. CONLEY #34517
TUCSON PD

Subject: TEST,SQAP

DOB: 11/11/1111

Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank , 0.000 07:11:50
Diagnostic Test Pass 07:12:17
Air Blank 0.000 07:12:45
0.100 Cal Check 0.097 07:13:03
Air Blank 0.000 07:13:33
Subject Test 0.000 07:13:49
Air Blank ABT* 07:13:57
Air Blank . 0.000 07:14:25

*Sequence Aborted

Not a Successfully Completed Test Sequence

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in

computer storage devices of the Tucson Police Department.



344 cn

INTOXILYZER 8000

Location: TUCSON POLICE DEPT
Serial Number : 80-001108 /6\\
08/02/2007 07:15:09

Standard Lot#: 6292021

Last Changed By: J. COOMBS #46160
OAS: C. CONLEY #34517

TUCSON PD

Operator: C. CONLEY $#34517

TUCSON PD

Subject: TEST,SOAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank _ RFI* 07:15:54
Air Blank 0.000 07:16323

*RFI Detect

Not a Successfully Completed Test Sequence

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in
computer storage devices of the Tucson Police Department.



INTOXILYZER 8000

TR S ON

Location: TUCSON POLICE DEPT

Serial Number : 80-001
08/02/2007

108
07:16:28 /6H

Standard Lot#: 6292021

Last Changed By: J. COOMBS #46160
OAS: C. CONLEY #34517

TUCSON PD

Operator: C. CONLEY
~ TUCSON PD

$#34517

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation

Period? Yes

Test g/210L Time
Air Blank IPS* 07:16:58
Air Blank 0.000 07:17:27

*Improper Sample

Not a Successfully Completed Test Sequence

Pursuant to section 28-1327, Arizona Revised Statutes, this document
Storage devices of the Tucson Police Department.

1s a certified dupiicate of the information contained in compuer



g4q Ga

INTOXILYZER 8000
Location: TUCSON POLICE DEPT

Serial Number : 80-001108 46\
08/02/2007 07:18:14
Standard Lot#: 6292021

Last Changed By: J. COOMBS #46160
QAS: C. CONLEY 434517

TUCSON PD

Operator: C. CONLEY #34517

. TUCSON PD
Subject: TEST,SQAP
DOB: 11/11/1111
Sex: M Weight: 111
v 15 Minute Deprivation Period? Yes
Test g/210L Time
Air Blank 0.000 07:19:09
Diagnostic Test Fail=* 07:19:15
Air Blank 0.000 07:19:43

* Analytical Stability Test

Not a Successfully Completed Test Sequence

Pursuant to section 28-1327, Arizona Revised Statutes, this document

. - is a certified duplicate of the i i ;
Storage.devices of the Tucson Police Deparment. P of the information contained in compuer



b

INTOXILYZER 8003

Location: TUCSON POLICE DEPT
Serial Number : 80-001108

08/02/2007 07:19:47 45\

Standard Lot#: 6292021

Last Changed By: J. COOMBS #46160

QAS: C. CONLEY #34517

TUCSON PD

Operator: C. CONLEY #34517
~ TUCSON PD

Subject: TEST, SQAP

DOB: 11/11/1111

Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 07:20:44

Diagnostic Test Pass 07:21:12

Air Blank 0.000 07:21:39

0.10C Cal Check 0.097 07:21:58

Air Blank 0.000 07:22:28

Subject Test 0.021* 07:25:36

Air Blank 0.000 07:26:09

Air Blank 0.000 07:26:36

Subject Test XXX ** 07:26:57

Air Blank 0.000 07:27:33

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

to section 28'13— N N il v 1€ uplicate o ﬂlc Hlf(ll'llla[l(l]l c()llla]])ed 1N compine:
R 18 15a CCrtlf ]l T
PU] suan 2 7 AT 1Zona Rev Cd S[atuL.‘ S ﬁl's dOu.ﬂnun d aupl.
StOoT ag: dCVlCcs Of thc IuCSOIl } ohcc Dcpm=nL




INPOXTLYZER £006 ; ‘Bq [‘L’\

Location: THCAOL POLTICE DEPT
Serial Nombor: S¢-00:1108

GRS 00T 07:27:52

Standard Lotk: 6292021 /‘3\,‘
Last Changed By: J. COOMBS #46160

UAB: C. CONLEY #34517

TUCSON PPy

iy Blank G.000 07:28:19
Check 0.096 7:28:38
Blank G.0060 07:29:08

Operator's Signdture

} ursuant to Scction 28'13—: 7 Ariz() CVI & tatutes i c i cat T th nf 1! d
N na R. 18 d S te, N ﬁ'“s do umentisa cﬂ'ﬁf 'up" 1 1 (:()mp]ncr
! N + 1ed aupicate o € INIoTmanor C()‘[]Ia[‘ﬂc in
StoT agc- d»VICCS Of thc IUCSon } Ohcc Dcpmmt



EXHIBIT G-2

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY %{kq' )
A.A.C. R13-10-104(R)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES /7\
INTOXILYZER MODEL 8000 \ )\

STANDARD CALIBRATION CHECK PROCEDURE

QA Specialist QJJIAL c¢n9L~1 AGENCY Tucson Police Department
|

DATE ¥-2-07] TIME d7:08

Intoxilyzer Serial # ¥D~&0 | 0% Location ODM

(v) 1. Ensure that gas tank is attached to instrument and contains a
standard alcchol concentration solution 0./8d AC.
OR
Pour a standard alcohol concentration solution AC,

into a clean dry simulator and assemble the simulator. Ensure
that a tight seal has been made. Turn on the simulator and

allow temperature to reach 34°C + 0.2°C -

(Y ) 2. Intoxilyzer 8000 display reads “PUSH BUTTON TO START”

(v ) 3. Go to the “Control Testing Menu”. Select “D” for dry
control test or “W” for wet control test. After
selection is made press ENTER.

(¥ ) 4. Air blank completed.

(v ) 5. Calibration check completed. Test results 0.097 AC.

( v ) 6. Air blank completed.

() 7. Remove printed record. Attach the record to the completed

checklist.

SIGNATURE uM C"Niw,
7

DPS Form Exh G-2 (Rev. 05-01)

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in
computer storage devices of the Tucson Police Department.




INTOXILYZER 8000
Location: TUCSON POLICE DEPYT

Serial Mumber: 80-001108
C8/G2/2007
standard Lot#: 6292021

J. COOMBS #46

QAS: C. CONLEY #34517
TUCSON PD

Llast Changed By:

Test g/210L
Air Blank 0.000
Cal Check 0.097
Air Blank 0.000

(lan (el

U5

07:08:56

160

07:09:23
07:09:42
07:10:12

Operator's Sighature

Pursuan 1o section 28-1327, Arizona Revised Statutes, this document is a certifi
computer storage devices of the Tucson Police Department.

ed duplicate of the information contained in




